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Orthopaedic Instruments and Accessories Sectional Committee, MHD 2

NATIONAL FOREWORD This Indian Standard which is identical with IS0 9714-l : 1991 `Orthopaedic drilling instruments Part 1 Drill bits, taps and countersink cutters', issued by the International Organization for Standardization (ISO), was adopted by the Bureau of Indian Standards on the recommendation of the Orthopaedic Instruments and Accessories Sectional Committee and approval of the Medical Equipment and Hospital Planning Division Council. The text of above mentioned IS0 standard has been approved as suitable for publication as Indian Standard without deviations. Certain conventions are, however, not identical to those used in Indian Standards. Attention is particularly drawn to the following: a) Wherever the words `International Standard' appear referring to this standard, they should be read as `Indian Standard'. b) Comma (J has been used as a decimal marker while in Indian Standards, the current practice is to use a point (.) as the decimal marker. In this adopted standard, reference appears to certain International Standards for which Indian Standards also exist. The corresponding Indian Standards which are to be substituted in their place are listed below along with their degree of equivalence for the editions indicated: International Standard IS0 5835 : 1991 Corresponding Indian Standard IS 9829 (Part 1) : 1981 Metal bone screws : Part 1 Screws with asymmetric thread, variable fitting (spherical) and IS 9829 (Part 2) : 1981 Metal bone screws : Part 2 Screws with asymmetric thread, conical under surfaces Degree of Equivalence Technically equivalent

The concerned technical committee has reviewed the provisions of IS0 7153-l : 1983 referred in this-adopted standard and has decided that this is acceptable for use in conjunction with this standard. For the purpose of deciding whether a particular requirement of this standard is complied with, the final value, observed or calculated, expressing the result of a test or analysis, shall be rounded off in accordance with IS 2 : 1960 `Rules for rounding off numerical values (revised)`. The number of significant places retained in the rounded off value should be the same as that of the specified value in this standard.

IS 14240: 1995 IS0 6018 : 1987

lndian Standard

ORTHOPAEDIC IMPLANTS - GENERAL REQUIREMENTS FOR MARKING, PACKAGING AND LABELLING
1 Scope and field of application
3.8 inner container: .with the implant.
The packaging that is in direct contact

This International Standard specifies general requirements for the marking, packaging and labelling of orthopaedic implants supplied either sterile or as manufactured, i.e. prior to sterilization.
NOTE - The requirements of an International Standard for a particular implant take precedence over the requirements of this international Standard.

3.9 outer container: The packaging that envelops the inner container such that sterility and the integrity of the contents are maintained.

4 Identification implants
4.1 General

marking of orthopaedic

2

Reference
Each implant shall be identified by means of the information listed in 4.2 and in accordance with the requirements specified in 4.3.

IS0 2014, Writing of calendar dates in all-numeric form.

4.2

Marking

3

Definitions
The identification marking of the implant shall comprise the following information (see, however, 4.3.2): a) the name or trade-mark of the manufacturer or supplier;

For the purposes of this International Standard, the following definitions apply.

3.1

sterile: In microbiology, free from all living organisms; in practice, the condition of a product that has been subjected to a validated sterilization process and maintained in this state by suitable protection.

b) the designation of the material, comprising either the full reference of the relevant International Standard(s) (if available) for the material, or the relevant symbol; NOTES

3.2

sterilized: Term used to denote an object that has been subjected to a validated sterilization process.

1 If a relevant International Standard is not available, an equivalent national standard may be used.
2 The following symbols have been agreed for use in conjunction with metallic materials: S T stainless steel; titanium and its alloys; cobalt-based alloys.

3.3

unit: Individual device(s) or object(s) defined in the relevant product standard or regulation.

3.4

kit: A number of components to be used for a single purpose on the same occasion.
cl

C -

the manufacturer's traceability code for the implant; the designated size and type, if applicable.

3.5

unit pack: A pack containing a single unit or kit.

d)

3.6

multiple packs.

pack:

A pack containing a number of unit

4.3

Application

of marking

3.7

sterile pack : A pack intended to maintain the sterility of the contents and comprising an inner and outer container. 1

4.3.1 If not excluded by the relevant International Standard(s) for a particular implant, implants shall be marked with the information listed in 4.2 in characters not leas than 1 mm high (see, however, 4.3.2).
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4.3.2 Implants having insufficient space to accommodate all the information listed in 4.2a) to d) shall be marked with the information required by as many of items a) to d) as possible.
NOTE - The method and site of marking should not deleteriously affect the satisfactory functioning of the implant.

6

Labelling

The following information, if applicable, shall appear legibly on or in each pack: a) the name or registered trade-mark and address of the manufacturer; b) the batch or lot number, related to records of raw materials, manufacture, packaging and sterilization;

5
5.1

General requirements

for packaging

cl a description of the contents, including name, size and material(s) ; d) an indication as to whether the implant is for single use;

Each implant should be supplied clean and, with the exception of small implants, shall be packaged in a unit pack that will protect the implant from mechanical damage. All points or sharp edges shall be suitably protected by packaging to prevent damage to the implant or to the pack.
NOTE - Packaged implants may be supplied either in the sterile condition, in which case they are labelled as such Isee item e) in clause 61, or in the non-sterile condition.

e) the words "STERILE UNLESS PACKAGE DAMAGED" or equivalent wording and an indication of the sterilization process used shall appear on the label of packaged parts which have been sterilized by a recognized process;
NOTE - Attention is drawn to the existence in some countries of national regulations regarding the identification of sterile implants.

5.2

f) if the implant is not to be re-sterilized, it shall be clearly indicated; g) the recommended method of opening the sterile pack to ensure sterile presentation at the time of use; hl if storage and transportation conditions are pertinent, these should be clearly indicated; i) expiry date (year and month) or date of manufacture, expressed in accordance with IS0 2014. NOTE - If sterilization is the last stage of manufacture, the date of sterilization should be recorded on the oack.

If two or more implants are packaged as a kit in the same unit pack, each implant shall be separated from the others by suitable material.

5.3

In cases where a number of unit packs are contained in a multiple pack, the multiple pack shall protect the contents during transit and storage.

5.4

Each pack shall be capable of being opened easily by hand, and such that sterile products shall be capable of being presented sterile and ready for use. The outer container shall be designed so that once opened it should not be possible to reseal; however, if it is possible to reseal the outer container, it shall be clearly visible that the outer container has been opened and resealed.

7

Product information

For non-sterile implants and for sterile implants if re-sterilization is permitted, accompanying literature describing sterilization/ re-sterilization procedures shall be included in the pack.
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